Left ventricular pressure measurement during noninvasive transcutaneous cardiac pacing.
In a pacemaker-dependent patient, the hemodynamic response during external transcutaneous and endocardial sequential pacing was evaluated by left ventricular pressure monitoring. A single ventricular pacing mode with hemodynamic effect of atrioventricular asynchrony was shown during external pacing.